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Professional paper 
ABSTRACT 

Plans of patients with prostate tumor have 
been studied. These patients have been 
scanned in the CT simulator and the images 
have been sent to the Focal, the system 
where the doctor delineates the tumor and 
the organs at risk. After that in the treatment 



planning system XiO there are created for the 
same patients three dimensional conformal 
and intensity modulated radiotherapy treat- 
ment plans. The planes are compared ac- 
cording to the dose volume histograms. It is 
observed that the plans with IMRT technique 
conform better the isodoses to the planning 
target volume and protect more the organs at 



risk, but the time needed to create such plans 
and to control it is higher than 3D CRT. So it 
necessary to decide in which patients to do 
one or the other technique depending on the 
full dose given to PTV and time consuming 
in genereral. 

Keywords: treatment planning system, organ 
at risk, radiation dose, dose volume histogram. 



1. INTRODUCTION 

Radiotherapy aims to give the pre- 
scribed dose to the tumor and to protect 
as much as possible the organs at risk and 
surrounded healthy tissue. The radio- 
therapy nowadays, together with che- 
motherapy and surgery, is a way to treat 
the patients which have different kind of 
tumors. Intensity-modulated radiation 
therapy (IMRT) is an advanced tech- 
nique of high-precision radiotherapy that 
uses computer- controlled linear accel- 
erator to deliver precise radiation doses 
to a malignant tumor or specific areas 
within the tumor. IMRT allows for the 
radiation dose to conform more precisely 
to the three-dimensional (3-D) shape 
of the tumor by modulating or control- 
ling the intensity of the radiation beam 
in multiple small volumes. Also it allows 
higher radiation doses to be focused to 
regions within the tumor while mini- 
mizing the dose to surrounding normal 
critical structures (1). The process of ra- 
diotherapy starts with scanning of the 
patients, delineating areas of interest, cre- 
ating the treatment plans and sending all 
the data to the machine through a veri- 
fication system, mosaiq. An important 
part of this chain is the plan which is cre- 
ated in the treatment planning system. 
This system is able to create 3D CRT and 
IMRT plans. Even the all process of these 
two techniques is similar the design plan 



differs significantly. Conventional 3D 
CRT treatment planning is manually 
optimized (2). This means that the treat- 
ment planner chooses all beams parame- 
ters, such as the number of beams, beam 
directions, shapes, weights etc., and the 
computer calculates the resulting dose 
distribution (3). In the case of IMRT 
dose distribution is inversely determined, 
meaning that the treatment planner has 
to decide before the dose distribution he 
wants and the computer then calculates 
a group of beam intensities that will be 
produced, as nearly as possible, the de- 
sired dose distribution (4). It is necessary 
to compare and to know advantages and 
disadvantages of these two methods, and 
so to choose the right method for every 
single patient. 

2. METHODS AND MATERIALS 

In this study are taken into account 
five patients with prostate tumors. The 
patients are scanned in the CT simulator. 
They are positioning with the help of im- 
mobilization devices such as prostep and 
knee fix in the supine positions. On the 
body are putted three orientated points 
in the crosses of lasers' room. These are 
some kind of tattoo. The slices' thickness 
is 3 mm and then the images are sanded to 
the Focal. The Focal is the system where 
the doctors delineate the target volumes 
and the organs at risk. Then the images 



go from Focal to the treatment planning 
system. Treatment planning system that 
is in use is XiO version 4.62, which is 
a family of two and three dimensional 
treatment plans systems. It is composed 
of several modules, the most important 
are module of patients' data, including 
patient demographic and anatomic data 
and the teletherapy planning module. 

The treatment planning system can 
create plans with both techniques three 
dimensional conformal radiotherapy and 
intensity modulated radiotherapy. The 
plans with the first technique treatment 
are done in two phases. In the first phase 
the plan is a simple box technique with 
four beams. Each beam has the energy 18 
M V and in the second phase it is created 
a plan with six or more beams, again with 
energy 18 MV. The number of beams in 
the second phase is more than four in 
such a way to protect better the organs at 
risk. The beams are conformed with the 
help of MLC to the treatment planning 
volume PTV. It has to be mention that in 
the second phase the PTV is delineated 
smaller than in the first phase because of 
the dose limits for the organs at risk. The 
second technique (IMRT) is done with 
one phase (5). The number of beams is 
fixed. There are nine beams, with energy 6 
M V, in different angles which are used to 
create the plan. All the beams are created 
by more small beams in order to modu- 
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Figure 1. A case of IMRT treatment plan DVH 




Figure 2. A case of 3D CRT treatment plan DVH 



late the intensity in such a 
way to have the desire dose 
distribution (6). When 
the plans are finished they 
are compared, for both 
methods, first according 
to dose-volume histogram Table 1. The mean doses in Gy for 50% and 20% of OR volume for both 
and then according to time tec hnique 
consuming for quality 
control procedures. The 
checks for the position of 
the patients, so the giving 
of the right dose to the 
right part of the body, for 
3D CRT are done in the 
machine according to the 
set-up beams with the help 
of electronic portal im- 
aging device (EPID) and 
for the IMRT it is used a 
device which is placed on 
the coach of the LINAC 
and connected with a soft- 
ware. So the first is done 
with the patient in the 
machine and the second 
before the entering of the 
patient in the machine. 
The time which is needed 
to treat the patients with 
the first technique is much shorter than 
the second technique. 

3. RESULTS AND DISCUSSIONS 

There are done plans with both tech- 
niques, three dimensional conformal ra- 
diotherapy and intensity modulated ra- 
diotherapy for five patients with prostate 
tumors. Their comparison is done first 
according to dose-volume histograms 
and then according to time consuming 
for QC checks. For all organs at risk the 
comparison is done for the mean doses 
which have been taken for 20 % and 50 % 
volume [7]. It is observed that the average 
doses, for all patients, are much lower in 
IMRT technique then in 3D CRT Fig 1 
and Fig 2. 

Table 1 gives a picture of such results. 

From the obtain histograms, Fig 1 and 
Fig 2, it is seen that the conformity to 
planning target volume doesn't differ too 
much. Anyway a bit better conformity it 
is observed with the IMRT technique. 
Regarding to the doses to the organs at 
risk it is a big difference between doses 
taken by organs at risk in the IMRT and 
3D CRT technique. So according to the 
histograms we can say that the IMRT 
technique is better for protection of 



the organs at risk and irradiating with 
the best coverage the treatment plan- 
ning volume, because in the 3D CRT 
due to the dose limits for the organs at 
risk it should be irradiate first the plan- 
ning target volume as the doctors delin- 
eate and then a smaller planning target 
volume. So in IMRT technique it is ir- 
radiated the appropriate planning target 
volume with the maximum protection of 
the organs at risk and not only a part of it. 

According to the time consuming 
for the quality control it is needed much 
more time for checking the IMRT plans. 
With a special device connected to a soft- 
ware it is evaluated the isodoses in dif- 
ferent directions, but for this it is nec- 
essary that the LINAC to be busy for a 
long time and so to stop the other normal 
treatment in the department. 

4. CONCLUSIONS 

The work done in this paper stresses 
the advantages and disadvantages of two 
treatment methods for prostate tumors. 
To choose between two techniques it is 
necessary to see the patients characteris- 
tics case by case. It is important the total 
dose which has to be given to the plan- 
ning target volume. When the doctor 



decides to give to treatment planning 
volume a total dose which creates the 
possibility to have dose for the organs at 
risk under the dose limits it will be pref- 
erable to use 3D CRT technique because 
it is less time consuming for QC and 
more comfortable for the patient which 
in this case has to stay less time in the 
machine during the treatment. For the 
cases when the doses which have to be 
given to the treatment planning volume 
will be large, around, 70 Gy it will be use 
IMRT technique as the best solution for 
keeping the doses to organ at risk in the 
permitted level. 
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